Background: Accurate positioning of a right-sided double-lumen tube is essential but challenging due to the location and the potential obstruction of the right upper lobe bronchus. Fiberoptic bronchoscopy is, therefore, necessary but requires a specific training period for the anesthesiologist and might not always be available. Objective: We describe an original backup technique to assess the correct placement of these tubes in cases a fiberopetic bronchoscopy is lacking. Design: Prospective pilot feasibility study with 10 adult patients scheduled for a left thoracic surgery. Setting: Operating theater in a universitary hospital. Materials and Methods: The new technique uses a fluoroscopy and an adult central venous catheter wire. The time needed to perform the new technique, its success rate and its efficacy in properly exclude the left lung were evaluated. Any oxygen desaturation episode (SpO 2 <90%) was considered. The technique was performed by two anesthesiologists with different experience in thoracic anesthesia. Results: The success rate of our technique was 90%, which did not depend on the anesthesiologist's experience. The range of time to successfully place the tube in the dorsal decubitus position and subsequently in the right lateral decubitus position was respectively 1 min-6 min and 1 min-15 min. None of the patients presented any desaturation episodes. Conclusions: We describe an original, safe, and acceptable backup technique to properly insert right-sided double-lumen endobronchial tubes, whenever a fiberoptic bronchoscopy is not available. Moreover, this technique is easy enough to be performed by anesthesiologists with limited experience in thoracic anesthesia.
Introduction
Accurate positioning of a double-lumen tube is essential because misplacement leads to hypoxia and hypoventilation, incomplete collapse of the operative lung, contamination of the dependent lung, and an increase of postoperative lower-respiratory-tract infections. [1] Until the availability of suitable fiberoptic bronchoscopes, confirmation of the correct positioning of those tubes was achieved by clinical assessment: appropriate inflation of the bronchial cuff, observation of the chest wall movements and auscultation of the both lungs. [1, 2] Otherwise, several studies conclude that the exact placement of right-sided double-lumen tubes causes more problems than placement of left-sided double-lumen tubes. [3] [4] [5] [6] Indeed, to place correctly a right-sided double-lumen tube, an important How to cite this article: Khalifa C, Fossoul S, Momeni M, Lacroix V, Watremez C. An original backup technique to assess the correct positioning of right-sided double-lumen tubes without fiberoptic bronchoscopy: A pilot feasibility study. Ann Card Anaesth 2020;23: 75-9. notion to remember is that the right mainstem bronchus is shorter than the left bronchus and in most of the cases, the right upper lobe bronchus originates at a distance of 1.5-2 cm from the carina. Therefore, in these cases, the location and the potential obstruction of the right upper lobe bronchus must be taken into account. Accurate diagnosis of upper lobe obstruction by auscultation alone is not usually possible because breath sounds are transmitted from the ipsilateral lower lobe and across the mediastinum from the contralateral lung. According to Brodsky, the incidence of right upper lobe obstruction is still clinically unacceptable and far too high to justify the use of right-sided double-lumen tubes for routine thoracotomy. Because the risk of upper lobe collapse is great whenever a right-sided double-lumen tube is used, a bronchoscopic confirmation of the correct positioning of this type of tube is crucial. [7] This is an open access journal, and articles are distributed under the terms of the Creative Commons Attribution-NonCommercial-ShareAlike 4.0 License, which allows others to remix, tweak, and build upon the work non-commercially, as long as appropriate credit is given and the new creations are licensed under the identical terms.
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Submitted: 19-Jun-2018 Revised: 13-Aug-2018 Accepted: 16-Sep-2018 Published: 07-Jan-2020 However, two issues should be considered when a fiberoptic bronchoscope needs to be used for the placement and the positioning of a double-lumen tube. First, this technique requires a learning curve. Second, a bronchoscope is not always available for this indication. [8] Recently, because of a technical failure of our bronchoscope, we were faced with the challenging task to correctly position a right-sided double-lumen tube. Therefore, we hypothesized that managing the placement of this right-sided double-lumen tube using fluoroscopy and a central venous catheter wire could be an acceptable alternative. After managing this case with success, we decided to validate this original backup technique in 10 other patients.
Materials and Methods
Ethical approval for this study (reference number 2016/29DEC/565) was provided by "Comité d' Ethique Hospitalo-Facultaire" from Brussels, Belgium on February 16, 2017.
This work is a pilot feasibility study in its design. It focuses on safety, learning how the technique can be implemented and whether this technique is acceptable for the proposed surgery. Therefore, we arbitrarily decided to include ten patients undergoing left thoracic surgery, without a strict indication of a right-sided double-lumen tube.
Patients were included from May 1 th to December 31 th , 2017. Written informed consent was obtained from all patients. The trial was registered before patient enrollment at clinicaltrials.gov (NCT03144479, Date of registration: May 8 th , 2017). Exclusion criteria were emergencies, hemodynamic instability, and predictable difficult airway management.
After the induction of anesthesia and the administration of muscle relaxant, the right-sided double lumen tube (Mallinckrodt ® -Endobronchial tube) was introduced into the glottis via direct laryngoscopy. Once the endotracheal lumen tube had passed through the vocal cords, the corresponding stylet was removed, the tube was rotated 90° clockwise, and advanced slightly until resistance was encountered. Auscultation was then performed to check the proper side where the endobronchial tube was inserted to. The anatomy of the carina and the origins of the right and left upper bronchus were then identified by the anesthesiologist in charge by fluoroscopy (BV-Pulsera, Philips ® ).
The procedure is detailed in Figures 1 and 2 . After mild plication of the distal extremity of an adult central venous catheter wire (Arrow ® , 0.53 mm diameter, 45 cm length, one straight soft tip on one end and one "J" tip on the other), the wire was introduced through the endobronchial lumen under fluoroscopic control. Then, it was slowly removed to achieve proper alignment between the wire extremity and the right upper lobe. The wire was removed again until its J-shaped extremity appeared through the right-upper lobe ventilation orifice. To align the orifice of the tube with the upper lobe bronchus, a rotational movement of the double-lumen tube was occasionally performed. When the location of the orifice of the right upper lobe was identified, the wire was moved forward through the orifice into the upper lobe bronchus. Once a satisfactory initial placement was achieved, the wire of the central venous catheter was removed and replaced by the fiberoptic bronchoscope to confirm the correct positioning of the tube [ Figure 3 ].
Once the patient was turned to the right lateral decubitus position, the correct placement of the double-lumen tube was again checked by the previously described technique.
At the end of the procedure, the fiberoptic bronchoscope was introduced through the tracheal lumen to visualize the blue bronchial cuff at the origin of the right mainstem bronchus below the level of the carina.
We arbitrarily decided that the entire procedure (except the time allocated to the right lateral decubitus installation), should last <20 min. Our technique was considered as a failure whenever the time required to correctly insert the tube exceeded 20 min.
For each patient, the following informations were recorded in the operating room: • The duration of the procedure by the new technique in dorsal decubitus position, which corresponds to the radiation exposure time for this part of the technique The quality of the left pulmonary exclusion as judged by the surgeon: • Fair: The surgeon was able to operate on the lung without any replacement of the tube • Poor: The surgeon was not able to operate on the lung without a remplacement of the tube.
Results
The characteristics of the patients and intraoperative data are illustrated in Table 1 . All the 10 patients underwent a thoracic surgery and were operated by a single surgeon (VL). In each case, the size of the right-sided double-lumen tube (Mallinckrodt ® endobronchial tube) was chosen according to the patient's sex and height. Five patients were managed by a senior anesthesiologist experienced in thoracic anesthesia, and fiberoptic bronchoscopy handling (CW) and five other patients were managed by an anesthesiologist recently graduated (CK). Table 2 shows the necessary information regarding the new technique. Table 3 specifies the ventilatory parameters during the procedures.
Discussion
Since 1980's, improvements have been developed for the correct positioning of the double-lumen tubes: Circular radiograph opaque markers near the endotracheal and the endobronchial cuffs, radiograph marker surrounding the ventilation slot for the right upper lobe bronchus, bright blue-colored, low-volume, and low-pressure endobronchial cuffs for easier visualization during the fiberoptic bronchoscopy. [3] Moreover, concerning right-sided double-lumen tubes, several designs incorporate a modified cuff or slot on the endobronchial side that allow ventilation of the right upper lobe.
Controversial results persist in the literature about the clinical performance of right-versus left-sided double-lumen tubes, in terms of adequacy of gas exchanges or sufficient deflation of the lung, even when managed by experienced anesthesiologists. Some studies still recommend the systematic use of a left-sided double-lumen tube whenever it is suitable for the procedure. [4] Others affirm that, although there is a statistically significant difference in terms of positioning time, clinical relevance is trivial. [6, 9] Indeed, recent studies using improved placement techniques have shown no increase in the incidence of obstruction of the right upper lobe bronchus orifice with a right-sided double-lumen tube when compared to a left-sided double-lumen tube. [6] However, evidence strongly suggests that clinical assessment alone is insufficient and unreliable to confirm the proper placement of both right-and left-sided double-lumen tubes and that a bronchoscopic examination of the proper positioning is crucial to avoid dramatic complications. [1] Unfortunately, fiberoptic bronchoscopy is not always available [4] and requires a learning curve for the anesthesiologists. In this regard, approximately 20-50 surgical cases under supervision are required to perform fiberoptic bronchoscopy examinations in an autonomous way, depending on the possibility to attend simulation exercises.
In this manuscript, we propose a simple alternative backup technique to assess the exact placement and positioning of a right-sided double-lumen tube using materials which are probably easier to obtain in an operating room: A central venous catheter wire and a fluoroscopy device. In order to analyze the feasibility of this technique, we decided to include patients undergoing left thoracic surgery who did not per se required a right-sided double lumen tube. We tested this technique in 10 patients and the light of the results obtained; some points deserve to be discussed.
We had a success rate of 90%. This means that, in most of the cases, this technique can easily be performed by the anesthesiologist. Moreover, the success rate did not depend on the level of the experience of the anesthesiologist. This technique can, therefore, be used by any anesthesiologist. Unfortunately, the procedure failed in one patient. Indeed, we had to deal with identification difficulties of the wire in the right lateral decubitus in a female patient with very large breasts. After removing the breasts from the fluoroscopy field by using plasters, we obtained a better view. However, the time limit of 20 min was exceeded. This case illustrates that correct exposition of the chest before using fluoroscopy is mandatory to successfully position the tube and to avoid exposing the patient and the staff to large amounts of X-rays. In this regard, adopting radiation protection criteria is advised to limit the risk of exposure of the operating room personnel and the patient. The operator could use markers, such as a laser pointer, to determine the area of interest before using the radioscopy. Moreover, choosing the pulse mode rather than the continuous mode and using collimator allow to significantly reduce the dose of X-rays.
Despite the fact that our patients had different preoperative respiratory spirometry results, no significant desaturation was observed during the entire procedure. To avoid this complication, we used an inspired fraction of oxygen of 100% (FiO 2 100%) during the positioning. This technique can as such be considered safe.
One shortcoming of this new technique is that it is impossible to know whether the tracheal cuff makes protrusion in the left bronchial tree. However, in most of the cases, if the exclusion of the left lung is not sufficient for the surgeon, inserting the tube a few millimeters further improves the exsufflation without a complete obstruction of the right upper lobe bronchus. Moreover, even if the tube is correctly positioned before surgical incision, it does not preclude any displacement during surgery, which makes the reposition of the tube almost impossible with this technique.
Conclusions
Although the right-sided double-lumen endobronchial tube can be avoided in most of the cases of left-sided thoracic surgery, its frequent use gives the opportunity to gain the necessary skills to correctly and safely control its position in any circumstance even in cases when a fiberoptic bronchoscope is unavailable. Here, we describe a new, safe and acceptable backup technique to properly insert a right-sided double-lumen endobronchial tube. Moreover, this technique is easily applicable as it can be performed by anesthesiologistes with limited experience in thoracic anesthesia.
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